Continuous determination of effect of temperature on enzymic activities.
An electronic temperature controller was used to continuously change the temperature of cuvettes during enzymic assays. A microprocessor-controlled spectrophotometer continuously collected absorbance, time, and temperature data. Activation energies were calculated from Arrhenius plots of these data.